Dosimetry of a dual photon energy linear accelerator.
We describe the dosimetric characteristics of a newly introduced dual photon energy linear accelerator, the Varian Clinac 1800. Depth doses are compared with other accelerators of the same nominal accelerating potentials (6 and 10 MV). Field flatness at dmax and at 10 cm depth, depth of dmax, wedge characteristics, output factors, and doses in the buildup region are presented.